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Introduction
Efforts to standardize flow cytometry (FCM) data began several decades ago, following the production of multiple commercial flow cytometry platforms. Fluorescence standardization methods have been established since the late 1990's, yet these have not been widely adopted by the FCM community for a variety of reasons.
Nonetheless, extensive literature and commercially available materials have been developed to facilitate fluorescence calibration in cellular analysis [1] [2] [3] [4] [5] [6] [7] . These protocols can be readily applied to the analysis of small particles, as demonstrated in this current study. Although it can be assumed that all commercial flow cytometers can fully resolve cellular populations from noise, the same is not true for small particles such as EVs. Therefore, supplementary methods need to be employed to validate small particle flow cytometry analysis.
The detection and characterization of small particles, in the form of viruses, using light scatter triggering was published over 40 years ago 8 . Calibration of light scatter from a flow cytometer was demonstrated for small particles in 2009 by Fattacioli et al., and specifically for EVs by van der Pol et al. in 2012 9, 10 . Despite having been established for a decade, the use of light scatter calibration in small particle FCM has been limited, partly owing to the complexity of Mie Theory-based scatter modeling required for light scatter signal normalization. In 2015, a commercial light scatter calibration assay (Rosetta Calibration by Exometry) was released to facilitate this process and used in a flow cytometry standardization study for the International Society on Thrombosis and Haemostasis (ISTH) 11 . In 2019, FCM PASS , a free alternative small particle flow cytometer calibration software package for light scatter and fluorescence became available 12 . While there is now both software and materials available for light scatter calibration, further support in the form of education and resource materials is required for the correct implementation and assessment in accuracy of calculated models.
Currently, both fluorescence and light scatter calibration is under-utilized in the field of small particle FCM. The utilization of calibration for small particle analysis is, however, critical due to the majority of commercial FCM instrumentation working at their detection limits when analyzing EVs and other biological particles <200 nm in diameter. Since flow cytometers have a wide range of optical configurations, methods are required for standardized data reporting such that meaningful biological conclusions can be made. There is currently no consensus method for this. Here, we combine scatter and fluorescence calibration, using currently available methods and reference materials such that data can be converted to standard units for direct comparison between two different flow cytometry platforms. We show that the calibrations performed using FCM PASS software package can be validated using a biological reference particle 12 .
Materials and Methods
Sample preparation. MV-M-sfGFP (ViroFlow Technologies, Canada) was re-constituted as per manufacturer's instructions. The concentration of virus particles was adjusted to 5x10 8 particles mL -1 according to the concentration provided by the manufacturer and labeled with anti-GFP PE antibody (Clone FM264G, BioLegend) at 0.4 µg mL -1 for a minimum of 30 minutes at room temperature, protected from light. Antibody labeled virus was diluted to ~1x10 6 particles mL -1 immediately prior to analysis by flow cytometry. Antibody alone and unstained virus samples were similarly prepared. All dilutions were made using 0.1 µm filtered PBS (PBS 1x, no Ca 2+ , no Mg 2+ , Wisent) .
Cytometer Configuration. BD LSR Fortessa 50 mW 488 nm laser, 50 mW 561 nm, 488/10 (SSC), 561-586/15 (PE), 488-530/30 (GFP). Beckman Coulter CytoFLEX S, 80 mW 405 nm, 50 mW 561 nm, 405/8 (SSC), 561-585/42 (PE), 488-525/40 (GFP).
Small particle sample acquisition. Identical bead and antibody labeled virus samples were acquired on the LSR Fortessa (BD Biosciences, USA) and CytoFLEX S (Beckman Coulter, USA). Detector settings 1, 2 and 3 for fluorescence detection on the LSR Fortessa were determined using the PE MESF beads (QuantiBrite, BD Biosciences, USA). Setting 1 being the lowest voltage where the dimmest bead population was resolved from background and setting 3 being the highest voltage where the brightest bead population was within maximum detection limit. Setting 2 was approximately halfway between setting 1 and 3. Gain settings for fluorescence detection on the CytoFLEX S were similarly determined. For scatter calibration three separate gains were used on the CytoFLEX S. For setting 1, side scatter (SSC) gain was chosen where the 600 nm NIST-traceable polystyrene bead population was within the range of detection. Setting 2 and setting 3 SSC voltages were the same for all three settings acquired on the LSR Fortessa since it was not possible to use multiple voltages to collect meaningful data. The difference between the three scatter data sets on the LSR Fortessa are based on gating of MV-M-sfGFP which changed due to PE voltage settings. All samples were acquired on the lowest preset instrument flow rates for one minute. For the CytoFLEX S this was 10 µL min-1, verified using the built in calibration software and weighing samples of deionized water before and after acquisition. For the LSR Fortessa the flow rate was approximately 20 µL min -1 .
Cytometer calibration. Light scatter calibration was performed using 81, 100, 152, 203, 269, 303, 345, 401, 453, 568 , 600 nm polystyrene NIST-traceable beads (ThermoFisher Scientific, USA) and 480 and 730 nm silica NIST-traceable beads (ThermoFisher Scientific, USA). Median SSC intensity (488 nm SSC on LSR Fortessa, 405 nm SSC on CytoFLEX S) were gated using FlowJo (v10.5.3, USA). Mie modeling and subsequent conversion of light scatter intensity to diameter was performed using FCM PASS software (http://nanopass.ccr.cancer.gov) 12 . Model input settings including refractive indices, bead information, and statistics can be found in Supplementary Information 1 and 2, with model outputs shown in Supplementary   Figure 1 and 2. The collection half-angle refers to the angle of light being collected around the particle within the sheath of the instrument. Fluorescence calibration was performed using PE MESF beads (QuantiBrite PE, Cat# 340495, Lot 73318, BD Biosciences, USA) at a voltage/gain that allowed for the brightest bead to be within the range of detection of the instrument. Median PE was gated using FlowJo. Fluorescence calibration was performed using FCM PASS software. These PE MESF values were used to cross-calibrated 8-peak rainbow bead (Cat# RCP-30-5A, Lot AF01, Spherotech, USA) data acquired at the same settings as the PE MESF beads. The 8-peak rainbow beads were then used to calibrate the PE intensity scales at different acquisition settings. This is a cost effective method demonstrating the cross calibration of different types of fluorescence calibration beads, where the 8-peak rainbow beads will also have more populations on-scale at the high voltage/gain settings. Virus concentration on the CytoFLEX S and LSR Fortessa was calculated using 200 nm fluorescent polystyrene spike-in beads (Green FluoSpheres, Cat# F8848, ThermoFisher Scientific, USA) using the mean concentration of beads acquired using the CytoFLEX S after calibration of the fluidic system at a low flow rate. The LSR Fortessa's technical specifications state the low flow rate to be 12 µL min -1 , while the CytoFLEX S's lowest flow rate is 10 µL min -1 . The recorded number of MV-M-sfGFP events if fully detected should theoretically have been 20% higher than those of the CytoFLEX S. In practice the mean total count difference between instruments was 39%. This indicates that either the flow rate between the two instruments is not as stated or the virus was resolved to different extents between the instruments. When spike-in beads were used normalize the MV-M-sfGFP concentration between the two instruments the calculated concentration was shown to be 30% higher on the CytoFLEX S at 1.76 x 10 6 particles mL -1 versus 1.34 x 10 6 particles mL -1 Figure 2E and 2F. As the MV-M-sfGFP is fully resolved on the CytoFLEX S, this suggests the LSR Fortessa was unable to fully resolve the MV-M-sfGFP. It can be seen that the MV-M-sfGFP was not completely resolvable above the LSR Fortessa SSC triggering threshold, Figure 2A , B, this likely accounts for some of the difference observed in concentration. This may have also influenced median statistics for diameter observed. It is notable that despite the same sample being analyzed between the instruments at difference settings and appearing to be resolvable to the same extent, the recorded concentration had a variance of 11.9% and 10% on the CytoFLEX S and LSR Fortessa, respectively. This is likely to do with the consistency of the flow rate and is something that would need to be further investigated for methods of improvement, Supplementary   Figure 4 .
Calibration overview. It can be seen that when overlaying uncalibrated MV-M-sfGFP data between the two instruments, very few comparisons can be made despite these being the same sample run between two instruments, Figure 3A . This is the current state of much of the literature. Upon calibrating the MV-M-sfGFP data on both instruments to units of PE MESF units, it can be seen that the PE staining data overlaps and is fully concordant between instruments. While the use the light scatter calibration is a valid method of reporting light scatter measurements it by definition describes the statistical quantity of light that will reach the detector which is influenced by the collection angle of the instrument. If the same population is acquired on two instruments, one with a large collection angle and one with a smaller collection angle, the scattering cross section of the population will be higher on the instrument with the larger collection angle. This is observed with the CytoFLEX S and LSR Fortessa data. The scattering cross-section of the virus on the CytoFLEX S, which had a predicted collection half angle of 53.2° was 1953 nm 2 , while the LSR Fortessa with a predicted collection half-angle of 46.1° had a scattering cross-section of 994 nm 2 , Figure 3B . In order to normalize light scatter data irrespective of collection angle, diameter must be used. It can be seen that when the MV-M-sfGFP data is normalized to units of diameter in nanometers the data between the instruments becomes fully concordant, Figure 3C .
Discussion
Two main factors contributed to the consistency of the results in this report. 1) The same validation sample, PE-labeled MV-M-sfGFP, was used for all of the data acquisition. This eliminated inconsistencies in staining intensity and highlight the importance of accurate reporting of both antibody concentrations as well as particle concentrations used for antibody labeling experiments in small particle FCM. Discrepancies in either of these parameters greater than a factor of two can significantly impact staining intensity of small particles 13 . 2) The specific types of beads used to perform the calibrations were pivotal for this standardization process. For the light scatter calibration beads, it was important that they were accurately sized with known refractive indices, and non-fluorescent, as fluorophores would absorb light and therefore affect subsequent scatter. Light scatter calibration should be performed accordingly on samples acquired by SSC-trigger threshold. This allowed for confident determination of the limit of light scatter sensitivity. For fluorescence calibration, MESF beads with matching fluorophore to the biological particle were used. This was essential for the fluorescence intensities to be comparable between instruments with differing optical configurations, such as filter sets and laser wavelengths for excitation 13 . In summary, the methods employed here compellingly show that standardized data reporting of fluorescence and light scatter is achievable for small particle FCM data when it is converted to standard units of MESF and diameter.
MV-M-sfGFP was used as a proof-of-principle sample due to it being a well-defined, homogeneous population.
Validation of these methodologies for the extracellular vesicle (EV) field are required but will be more challenging due to the majority of EVs likely being below the triggering threshold and having a Power-law distribution. This will mean that normalization of the light scatter and fluorescence data between instruments will heavily rely upon accurate quantitation of the concentration. This will be challenging as relatively large variations can occur in concentration with identical samples on the same platform, as we have shown in this pilot study. Further testing of fluidic stability and acquisition time for their effect on recorded concentration variation with an easily detectable, homogeneous population should therefore be a priority for laboratories attempting to use concentration measurements and would be the next step in this line of work.
Ultimately, calibration is critical to allow for meaningful biological conclusions and allow reproduction of work.
The use of calibration will also aid researchers in identifying optimal assays and equipment for their work.
While literature is beginning to emerge that has utilized fluorescence, to-date small particle standardization studies have predominantly utilized light scatter normalization methods 11, 14-17 . While light scatter calibration has great utility, fluorescence calibration should be seen as a priority in any study utilizing fluorescence staining, whether it is immunophenotyping or simply using a bulk stain. This is due to the majority of studies not reporting total detected counts of all events, but generally the count of a fluorescent event. To this end, a follow up standardization study is required that utilizes both fluorescence and light scatter calibration to compare instrument sensitivities and further validate the findings of this pilot study.
While the need for calibration is essential for the field to progress, its use alone does not ensure quality of research. The use of optimal experimental design with controls such as serial dilution to ensure single particle detection, buffer with reagent controls to shown lack of artefacts, and isotype or negative staining controls to show specificity are all required. The consensus for reporting of the methods and experimental design will likely need to be reached for researchers to make easy comparisons between work and allow for reproduction 
